Background
Atrial fibrillation (AF) is the most common cardiac arrhythmia. Accurate assessment of left atrial (LA) volumes is imperative, as LA size is a strong predictor of successful ablation and cardiovascular events. Cardiac magnetic resonance imaging (CMR) using the multiple slice method (MSM) is the current gold standard for volumetric analysis; however, it is time consuming. Thus, we sought to determine whether LA volume assessment using the more rapid area length (AL) method on transthoracic echocardiography (TTE), AL method on CMR, and invasive measurement by 3D-CARTO electrophysiologic mapping correlated with CMR MSM.
Methods
We prospectively studied 141 consecutive patients with AF from July 1, 2010 to July 31, 2011 prior to AF ablation (Table 1) . CMR images were acquired on a 3T scanner (Siemens Trio) by SSFP using a short axis stack, horizontal long-axis and vertical long-axis of the LA to measure LA volumes by MSM and biplane AL method. TTE apical 2-and 4-chamber views were obtained during LA end-diastole and areas were used to calculate LA volumes using the biplane AL method. LA volumes during ablation were measured by electrophysiologic mapping using 3D-CARTO technique. Atrial volumetric measurements were compared using intra-class correlation coefficients (ICC), Pearson's correlation and BlandAltman plots. CMR MSM was used as the reference standard.
Results
Out of 141 patients, 138 underwent CMR, 92 underwent TTE and 122 underwent 3D-CARTO. Mean LA volumes estimated using the MRI-AL method were significantly higher compared to MSM (125+/-38 ml vs 114+/-34 , p <0.005). Mean LA volumes using 3D-CARTO and TTE-AL were significantly lower compared to MSM (106+/-33 ml vs 112+/-31, p <0.005, and 94 +/-27 ml vs 117+/-35, p <0.005 respectively). MRI-AL method overestimated LA volumes by 11.6% whereas 3D-CARTO and TTE-AL underestimated LA volumes by 4.9% and 11.7% respectively (Table 2) . MRI-AL and 3D-CARTO correlated well with MSM (ICC=0.8 and 0.77 respectively). However, TTE-AL had poor correlation with MSM (ICC=0.48). Bland-Altman plots confirmed the above findings. There were no significant gender differences in LA volumetric assessment between imaging modalities.
Conclusions
In AF patients undergoing catheter ablation, TTE-AL significantly underestimates LA volumes and has poor correlation with CMR MSM. MRI-AL significantly overestimates LA volumes while 3D-CARTO significantly underestimates LA volumes, but both correlate well with CMR MSM. As an alternative to CMR MSM, MRI-AL should be the preferred technique to measure LA volumes in AF patients undergoing catheter ablation, as it is non-invasive, rapid, and correlates well with CMR MSM.
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